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Vessel / Shore Tank : TANK 7 Sample Submitted By : IAC Portland
Product : #6 Fuel Oil (RMG 380} Analysis Performed By :  [AC Portland
Client Reference ; Date Sampled : 23-May-2008
Terminal / Port/ Office :  SPRAGUE ROLLING MILLS Date Reported : 26-May-2008
Job 1D : 0020-0000460 Submission D : 2008-020-00572
Sample Details ;
Comments :
UML Composite
Sample Number 2008-020-00572-007
Method Test Result Specification
ASTM D287 AP Gravity, ® API-U ML Calc Avg 11.8
ASTM D1250 Density at 15°C 0.8869 0.991 Max
ASTM D4294 Sulfur Content, mass %-U,M,L. Calc Avg 1.45
ASTM D445 Test Temperature 8Q0°C (122°F)
Kinematic Viscosity, ¢St-U.M.L Calc Avg 356.4 380 Max
ASTM D2161 Test Temperature, ° F 122
Sayholt Furol Seconds, sec 168.2
ASTM D85 Water, % (viv) 0.06 0.5 Max
ASTM D473 Sediment Content, mass % / vol % <0.01/<0.01
ASTM D1796 Water and Sediment, % (v/v} 0.600
AST_[VI D93 Proc. B Manuall/Automated Automatic
Flash Point, *C/°F 110.5/231 60 Min (C)
ASTM D482 Ash Centent, mass % 0.0332 0.15 Max
1P 470 Aluminum, ppm {(ma/k 14
Siiicon, ppr‘r?img(lk; ¥ 18 80 Max (S1+ AL)
Sedium, ppm {mg/kg) 46
Vanadium, ppm (mg/kg) 36 600 Max
ASTM D240 Gross Heat of Combustion Unit Conversion, BTUA 18276 /150302
ASTM D4530 Carbon Residue, % (m/m) 110 22.0 Max
ASTM D97 Pour Point, *C/° F 3137 30 Max (C)
ASTM D&560 Asphaltenes, % (m/m) <(.50
ASTM D287 APt Gravity, ° AP1
Upper 11.8
Middie 11.8
lower 11.8
ASTM D4294 Suifur Content, mass %
Upper 1.46
Middle 1.45
Lower 1.45
ASTM D445 Kinematic Viscosity, ¢St
Upper 357.0
Middie 3551
Lower 357.2
ASTM D&T62 Nitrogen , %o wi 0.3284
ASTM D 4870 Total Sediment, %{(m/m)-Potential 0.01

SPQAGLJE PROVIDES THE ATTAGHED INSPECTION REPORT/ANALYSIS
HEF’RE&ENTE??{G THE SPECIFICATIONS OF THE PRODUCT AT THE SFRABPInspectorate:
TERMINAL 1M TANK ON THE DATE OF INSPECTION NOTED ON THE CERTIFICATE,
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THIS ANALYSIS 1S PROVIGED 70 THE CUSTOMER FOR THE PURPOSE OF Richard Kennedy

ESTABLISHING THE INDEPENDENTLY VERIFIED PRODUCT SPECIFICATION ON
ACGUPGSITE 2ASIS IN SPRAGUE'S TERMINAL SHORE TANK AS NOTED ON THE
CERTIFICATE, THE INSPECTIOR REPORT IS NOT T0 BE USED FOR ANY OTHER
PURPOSE. SPRAGUE DISCLAIMS ANY LISBILITY FOR THE PROCUCT AFTER DELIVERY
BY SPHAGUE T0 CUSTOMER, SPRAGUE DISCLAIMS ANY WARRANTY OF
MERCHANTABILITY OR FITNESS FOR AN INTENDED USE EXCEPT AS MAY BE SPECIFICALLY
SETFORTH INWRITING IN ANY CONTRACT OR TERMS OF SALE BETWEEN SPRAGUE
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